Abstract. To address the error introduced by computed tomography (CT) scanners when assessing volume and unidimensional measurement of solid tumors, we scanned a precision manufactured pocket phantom simultaneously with patients enrolled in a lung cancer clinical trial. Dedicated software quantified bias and random error in the X ; Y , and Z dimensions of a Teflon sphere and also quantified response evaluation criteria in solid tumors and volume measurements using both constant and adaptive thresholding. We found that underestimation bias was essentially the same for X ; Y , and Z dimensions using constant thresholding and had similar values for adaptive thresholding. The random error of these length measurements as measured by the standard deviation and coefficient of variation was 0.10 mm (0.65), 0.11 mm (0.71), and 0.59 mm (3.75) for constant thresholding and 0.08 mm (0.51), 0.09 mm (0.56), and 0.58 mm (3.68) for adaptive thresholding, respectively. For random error, however, Z lengths had at least a fivefold higher standard deviation and coefficient of variation than X and Y . Observed Z -dimension error was especially high for some 8 and 16 slice CT models. Error in CT image formation, in particular, for models with low numbers of detector rows, may be large enough to be misinterpreted as representing either treatment response or disease progression.
Introduction
Change in tumor size on computed tomography (CT) imaging is commonly used to assess treatment response, both in the context of routine clinical practice as well as in clinical trials. The use of volume instead of length or response evaluation criteria in solid tumors (RECIST) as a measure of tumor size has inherent theoretical advantages, as the former reflects changes in three-dimensions (3-D) while the latter only reflects changes in one-dimension (1-D). 1 Despite this theoretical advantage, volume measures have not been widely accepted. Indeed, the revised RECIST (version 1.1) reports that there is currently insufficient standardization and widespread availability to recommend adoption of alternative assessment methods. 2 A major challenge in introducing a new standard for assessment of tumor size is to understand the underlying measurement error and to define what constitutes a "meaningful change" in the assessment criteria. The greater the measurement error, the greater the observed change must be to be certain that there is a genuine change. CT scanner performance is typically assessed by periodic imaging of a standard calibration device 3 according to predefined imaging protocols. These protocols, however, do not necessarily reflect the acquisitions needed for clinical assessment of patients or account for the many sources of variation that occur in the context of a large multicenter trial. Even when using the identical scanners and imaging protocols, image production is influenced by the particular patient and the particular lesion.
To address and to personalize the measurement error attributable to the CT scanner for simple measurements of length and CT attenuation, calibration devices or "phantoms" have been developed, which can be simultaneously scanned with the patient. 4, 5 A precision phantom, called the "pocket phantom," was designed to assess the fundamental imaging performance of the CT scanner 6 and to quantify the measurement error of CT imaging in a clinical trial.
Materials and Methods

Clinical Trial
ABIGAIL was a multicenter, randomized, phase II study to explore the correlation between biomarkers and RECIST assessed response to first-line carboplatin-based chemotherapy in combination with bevacizumab in patients with advanced or recurrent NSCLC (ClinicalTrials.gov identifier: NCT00700180; 6), which randomly assigned 303 patients from 49 clinical sites in 15 countries to one of the two treatment regimens. All patients provided written informed consent, and the study protocol was approved by the Independent Review Boards and/or ethics committees of each site. The results of the primary endpoint (RECIST response rate) have been reported. 6 Tumor volume was an additional exploratory endpoint.
Standardized imaging protocols for the chest and abdomen were developed for the different CT scanners at the investigational sites. Intravenous contrast material was mandated, unless there was a medical contraindication. CT scans were obtained for all patients at baseline (maximum of 14 days prior to treatment) and every 12 weeks (the end of every second treatment cycle) until disease progression was documented. The imaging protocol specification allowed data from a single CT data acquisition to be used to reconstruct images at 5.0 mm (thick-sections) for RECIST assessment as well as images at 2.0 mm or less (thin-sections) for volume assessment. Each participating site was able to choose its own protocol within certain set limits of protocol-set parameters of pitch, reconstruction kernel, tube rotation, tube potential, and field of view. Pitch was selected to allow for scanning of the entire chest in a single breath at 2.0 mm slice thickness or less. A nonedge-enhancing reconstruction kernel was acquired and different kernels were also allowed for optional additional reconstructions. Tube rotation was set to 1 s or less. Tube potential was in the range of 120 to 140 kVp, with the tube current being adjusted to either fixed or automatic dose modulation. Field of view was adjusted according to patient size. All sites followed standard CT calibration procedures. The anonymized imaging data were sent to the Early Diagnosis and Treatment Research Foundation where imaging data were stored and standard analyses were performed.
Pocket Phantom
Twenty-one pocket phantoms (see Appendix) were distributed to participating sites and placed on the sternum of patients while they were undergoing the CT scan. The Teflon sphere embedded in the phantom had a specified diameter of 15.875 mm (maximum tolerance AE 0.05 mm), which corresponds to a specified volume of 2094.79 mm 3 (maximum tolerance of − 19.73 to 19.86 mm 3 ). A total of 77 patients had at least one eligible scan, i.e., a CT scan with a slice thickness of 2.0 mm or less, slice spacing not greater than the slice thickness, and the phantom fully included in the field of view. Fully automated software detected and measured the Teflon sphere in the CT scans for each patient: a to c) 1-D maximum orthogonal length (henceforth referred to as simply "length"), separately in the a. X, b. Y, c. and Z imaging dimensions, d. the maximum RECIST measure, e. 3-D volume measure.
The RECIST measure is the longest diameter in the X and Y planes in a single CT image. Volumes were obtained based on the segmented boundary of the Teflon sphere using a constant threshold, which uses the midpoint of the expected CT Hounsfield Unit (HU) value between the Teflon sphere and the surrounding urethane material as the threshold value for boundary segmentation. In addition, adaptive thresholding segmentations were also obtained for which estimates of the foreground Teflon HU density and the background urethane HU density were calculated from homogeneous regions within each pocket phantom. Figure 1 shows calculated sphere boundaries and spatial measurements on axial, sagittal, and coronal slices of the phantom when scanned with a patient at different time points using constant thresholding. The systematic error (bias), bias percent error, random error, and coefficient of variation were calculated for each of the five measurements (see Appendix). The Pearson correlation coefficient between the Z length and volume measurements was calculated.
Analysis
All CT scans obtained on the 77 patients were used for statistical analysis and are referred to as the "study" dataset. The slice thickness distributions for the study dataset are provided in Table 1 .
A second set of CT scans, designated as the "longitudinal" dataset, was created from the study dataset so that the variability of the scans of the same patient could be tracked over time. For each patient, a set of longitudinal scans was identified, where all scans were acquired with the same reconstruction kernel, slice thickness, and slice spacing as the first scan. Of the 77 patients, 43 patients had more than one scan that met the aforementioned criteria, 17 patients had a set of two such scans, 15 had three, 7 had four, 3 had five, and 1 had six. Thus, the analysis of the longitudinal scan dataset was performed on a total of 128 scans.
To examine the impact of the different CT scanners on measurement consistency, the same analyses described for the study dataset were performed on the 43 longitudinal patient scan series for the three manufacturers, designated as A, B, and C, and for scanner models that were generationally categorized by their number of detector rows: either 16 or fewer, or more than 16. Therefore, six different combinations of manufacturers and model generations were analyzed.
To graphically illustrate the systematic and random errors, we provide the quartile values (the nonparametric equivalents of the mean and standard deviation) for the x; y, and z measurements using adaptive thresholding. The second quartile value is the median and the third minus the first quartile value is a measure of the precision of the measurement, as is the standard deviation (Fig. 2 ). Table 2 summarizes the data observed for the study dataset. The sample mean (and bias percent error) for X; Y, and Z length measurements in the study dataset were 15.65 mm (−1.41%), 15.56 mm (−1.99%), and 15.66 mm (−1.36%) for constant thresholding and 15.84 mm (−0.25%), 15.72 mm (−0.95%), and 15.88 mm (0.02) for adaptive thresholding, respectively. The random error of the X; Y, and Z length measurements is given by the standard deviations (and CV). These were 0.10 mm (0.65), 0.11 mm (0.71), and 0.59 mm (3.75) for constant thresholding and 0.08 mm (0.51), 0.09 mm (0.56), and 0.58 mm (3.68) for adaptive thresholding, respectively. The Z length computed using adaptive thresholding had a sixfold (0.58/0.09) higher standard deviation and sixfold (3.68/0.56) higher CV than that of X and Y while the same Z length computed using constant thresholding had a fivefold (0.59/0.11) higher standard deviation and a fivefold (3.75/0.71) higher CV than that of X and Y. This is illustrated by the quartile plots shown in Fig. 2 . The mean of the RECIST measurements using constant thresholding was 15.59 mm with a negative bias percent error of −1.81%, similar to the percent error for the X-, Y-, and Z-dimensions. The standard deviation of the constant thresholding RECIST measurement was 0.09, and the CV was 0.60, also in line with the X-and Y-dimension coefficients but much less than that of Z-dimension. RECIST measurements using adaptive thresholding showed lower levels of bias percent error and CV. For the volume measurement, the corresponding values were 1978.80 mm 3 (−5.54%) and 97.80 mm 3 (4.94) for constant thresholding and 2049.19 mm 3 (−2.18%) and 96.85 mm 3 (4.73) for adaptive thresholding. The bias percent error of the volume measurement was also negative and larger than that of the RECIST for both constant and adaptive thresholding because it reflects the bias in all three-dimensions (X; Y, and Z). The standard deviation of the volume measurement was also much larger for the same reason; thus, the CV was useful for comparison purposes. The CVs of the X-, Y-, and Z-dimension measurements of length with respect to the RECIST constant thresholding measure were 1.08, 1.17, and 6.21 times, respectively, while the volume measurement was 8.18 times that of the RECIST measure. The 9.46 CV ratio value relative to RECIST for adaptive thresholding was similar to constant thresholding. Observing that the degree of random error in the Z-dimension length and volume measurements as measured by the coefficient of variation are similar, the correlation coefficient was calculated and found to be 0.95 for both constant and adaptive thresholding.
Results
The Z-dimension measurements for the six combinations of manufacturers and number of detector rows showed more variability in the Z-dimension than the X and Y. In particular, Manufacturer A scanners with 16 or less detector rows had greater variability in the Z-dimension than all the other five combinations of manufacturer and detector row scanners (Fig. 3) . The maximum change from scan to scan for an individual patient was observed when using scanner manufacturer A with a 16 detector row or less. Figure 4 compares the results when Manufacturer A scanners with a 16 or less detector rows were compared to Manufacturer A with more than 16 detector rows using adaptive thresholding. The maximum change from one time point to the next for volume was 734.9 mm 3 (1718.16 to 2453.04), a 42.77% increase as shown in Fig. 4 . At the same points, the Z unidimensional measurement changed slightly less, 4.24 mm (13.94 to 18.18), a 30.42% increase. Table 3 shows the status of scanner performance with the removal of data from 16 or less detector rows from scanner manufacturer A. Although systematic error remains nearly identical with the exclusion of this data, CVs are reduced by more than a factor of 2 whether using constant or adaptive thresholding. Despite this reduction, variability of measurements that involve the Z-dimension remains higher than those involving only the X and Y-dimensions.
Discussion
The goal of this paper was to address the measurement error resulting from CT image production. To isolate the error, a calibration device was developed and scanned with the patients undergoing CT scans in a clinical trial. The results clearly illustrate that the measurement error is lower in the axial plane (Xand Y-dimensions) as compared with that of the Z-dimension for all the scanners used in the study. These differences are also reflected in the unidimensional RECIST and the 3-D volume measures. The analysis also demonstrates the differences among different CT makes and types of scanners as defined by the number of detector-rows. Note that measurement of the Teflon sphere in the pocket phantom represents a best case scenario where contrast and object simplicity result in much lower levels of measurement error than those presented by a tumor in a particular patient.
Both the systematic errors as measured by the bias and the random error as measured by the standard deviation were studied. There was an underestimation bias for all measurements except the Z length measurement under adaptive thresholding. Under ideal sampling and noise conditions, the combined interaction of the imaging resolution of a typical CT scanner and a sphere will produce a negative bias. 7 The bias was not critical for assessing change between two measurements, although it is in determining the actual volume at any one time point. Critical for assessment of change is the random error, which is measured by the standard deviation or quartile values as this determines the capability of assessing a genuine change over time.
The high correlation of 95% between the random error in the Z-dimension and in the volume measurements can be better understood using a simplified model. The volume for an ideal ellipsoid, V, is equal to ½ the ellipsoid. If there were little variability in the x-and y-dimensions, r x and r y , would be virtually unchanged, and the variability for volume measure would be directly proportional to the variability in the radius along the z-dimension, r z . Our calibration phantom showed that there was minimal error in X and Y and so the volume error was proportional to the variability in Z, although slightly larger due to the minimal additional contributions from the X and Y dimensions. The effect of the variability in the Z-dimension becomes more evident when considering the longitudinal dataset. Here again there is minimal random error in the X-and Y-dimension lengths, but the random error in the Z-dimension is much larger and thus, also in the volume measure. Similarly, the measurement of the change in volume over time reflects the error in the Z-dimension (Figs. 2 and 3) . When comparing the three manufacturers, the X-and Y-dimension length measures are quite similar; however, there were substantial differences in measurements in the Z-dimension and thus, also of the volume. This difference is most apparent for scanners with 16 or fewer detector-rows. In particular, the 8-and 16-slice scanner family of one manufacturer consistently had the largest measurement error for volume change assessment, being as large as 43%.
To better understand the cause of variability in the Z-dimension associated with the 16 slicer scanner model with the highest Table 2 Summary of measurements of the X -, Y -, and Z -dimension maximum orthogonal lengths, RECIST measure, and volume for the Teflon sphere (specified diameter 15.88 mm, volume of 2094.79 mm 3 ) using constant and adaptive threshold segmentation for the study data set of 77 patients with 162 CT scans. volume variability, we identified the same scanner model at an institution in the US and scanned three second-generation CT pocket phantoms with the identical clinical trial CT scanning protocol. These three pocket phantoms are very similar to the ones used in the clinical trial in that they contain the same size Teflon spheres surrounded by Urethane; however, they differ in that they have a smaller form factor. The coronal image of these phantoms in Fig. 5 shows similar spatial variation along the Z-dimension as observed at multiple sites with the same scanner in the clinical trial. The slice thickness and spacing for this scan is 1.25 mm. The spatial warping in this coronal image appears to be periodic allowing for both positive and negative displacements depending upon position along the Z-dimension. Given that no patient is present in the scan, this periodic spatial warping along the Z-dimension cannot be attributed to any patient factors including patient motion. The implications of our findings are far reaching. They demonstrate that CT imaging results in precise measurements of the RECIST measure as this measure utilizes only the X-and Y-dimensions. However, for any measurement that utilizes the Z-dimension, the standard deviation is typically more variable, mainly due to the CT scanner itself.
Currently, there is no standard definition of "meaningful change" (i.e., disease response or progression) for a volume measure, although the Quantitative Imaging Biomarkers Alliance has previously suggested that an empirical figure of 30% would be reasonable for any nodule greater than one centimeter. 8 The NELSON investigators have recommended the use of 25% or larger as representing a true volume increase. 9 In that study, all but one site used a particular model of CT scanner made by the same manufacturer. In the context of CT screening, where volume changes of even smaller nodules are followed, it is prudent to assume that the measurement error for these small nodules would be even larger. Our results show that simply on the basis of measurement error introduced by the CT scanner, the volume change may be large enough to be considered as meaningful change according to the above criteria when in fact there is no change at all. The implications of basing treatment decisions on such measurements are obvious and profound.
While unidimensional RECIST continues to be the standard measure for tumor response, the new RECIST 1.1 criteria allow for the Z axis to be used for this unidimensional measurement. Table 3 Summary of measurements of the X -, Y -, and Z -dimension maximum orthogonal lengths, RECIST measure, and volume for the Teflon sphere (specified diameter 15.88 mm, volume of 2094.79 mm 3 ) using constant and adaptive threshold segmentation for the study data set after removal of the problematic scans from manufacturer A scanners, resulting in 70 patients with 143 CT scans. Here again, our results suggest caution, as we found that large variation in measurements attributable to the Z axis for some scanners, as high as 30%. We have focused solely on the measurement error introduced by the CT acquisition device itself. This is certainly an underestimate of the overall error that will occur when measuring tumor size in a clinical trial. Additional errors can be introduced by measuring lower contrast objects and using software with a more sophisticated algorithm to define the border of the tumor, particularly when the border is ill-defined and complex with various vascular and other attachments. 10 Petrick et al., e.g., have observed advantages of volumetric measurement over RECIST measurement when considering more complex nodule shapes.
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All of this implies that, when moving from RECIST 1.0 to RECIST 1.1 and volume-based measures, deeper understanding of the various contributions to the overall measurement error need to be understood. Scanner performance is quite variable and it may be that certain scanners cannot be used for measuring volumetric change. This study also demonstrates how calibration devices can be used to monitor a trial, potentially in real time, so that the scanners can be checked and image error corrected for a particular patient being scanned with a given protocol.
This study has several limitations including that the data are from a single study using a single calibration device. It is also acknowledged that there were a relatively limited number of cases and investigational sites from which we obtained longitudinal data compared to the total number of sites and patients enrolled in the clinical trial as a whole. However, we believe our results convincingly demonstrate differences in measurements performed in the X-and Y-dimensions compared with those involving the Z-dimension. We also were able to demonstrate that one particular family of CT scanners produced a consistently larger error in the Z-dimension. As this was demonstrated at five different sites, and reproduced at a sixth site under tight constraints so as to eliminate any source of confusion in terms of determining that the cause of the spatial warping came from the scanner itself, it suggests that when considering using volume measurements that CT scanners should undergo a qualification process. In addition, the linear measurement results shown in Table 3 suggest that large differences in image variability performance along the Z-dimension can remain for low number of detector row CT scanners even after avoidance of scanner models with the highest levels of Z variability.
In conclusion, we found that volumetric measures were subject to measurement errors introduced by the production of the CT images. In some instances, these measurement errors were sufficiently large to be considered as meaningful change in volume when in fact there was no change at all. While the largest errors were limited to a certain class of scanners in our study, the full extent of how different scanners perform given all of the interacting scanning parameters, including those that are inherent to the scanner as well as those that can be varied by the user remains unknown, and implies a need for improved scanner calibration, including consideration of the necessity of calibrating on an individual scan basis. In addition, the implications from our findings extend well beyond tumor response assessment and into a vast range of medical applications that already require accurate spatial (and likely attenuation) measurements such as prosthetic implants, emphysema, 12 and coronary artery calcifications 13 where the need for measurement accuracy may even be greater.
Appendix: Assessment of Systematic and Random Error of Images Obtained on CT Scanners Using the Pocket Phantom
A major challenge in introducing a new standard for assessment of tumor size is to understand the underlying measurement error and to define what constitutes a "meaningful change" in the assessment criteria. The greater the measurement error, the greater the observed change must be to be certain that there is a genuine change. Errors in measuring tumor volume on CT scans can be separated into two categories: errors due to the production of the images and errors due to the definition of the tumor boundary. Regarding image production, errors are influenced by the particular make and model of the CT scanner (e.g., the geometry of the detector arrays and performance of the scintillators) and the particular choice of imaging parameters (e.g., slice thickness, field of view, dose, and pitch). With regard to tumor boundary definition, errors are influenced by the characteristics of the tumor and patient (e.g., lesion complexity, tumor-nontumor interface, lesion location, and patient size) and the software algorithm used to define the tumor characteristics.
To address the measurement error for a given person undergoing imaging using a CT scanner, a precision manufactured phantom, called the CT pocket phantom, was designed (RA) and manufactured by The Phantom Laboratory (Salem, New York). The "pocket phantom" can be used as a reference standard to quantify error due to CT scanner image production; an essential step in formulating meaningful assessment criteria.
The phantom consisted of three precision-manufactured spheres made from Teflon, Delrin, and Acrylic materials, embedded in a 45 mm × 45 mm × 105 mm urethane block (Fig. 6 ). The analysis is limited to the Teflon sphere in this report because the attenuation difference between the Teflon sphere and the urethane is closest to the difference between a solid lung nodule and surrounding lung parenchyma, and the Teflon sphere has the maximal attenuation difference between it and the urethane in which it is embedded and therefore, allows for more precise differentiation of surface boundary of the sphere. The systematic error (bias) is the difference between the sampled mean and true known mean. The true diameter of the Teflon sphere was the specified diameter, 15.88 mm. The systematic error (bias) can also be expressed as percent error, i.e., the systematic error (bias) divided by the true mean. A negative value represents an underestimation of the true mean (a positive value an overestimation).
The random error for a measure is provided by the calculated sample standard deviation.
To compare the degree of random error of the length measurement (in mm) to those of the volume measurements (in mm 3 ), the dimensionless coefficient of variation (CV) is provided.
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